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A quasi-passive leg exoskeleton is presented for load-carrying augmentation during walking. The exoskeleton has no actuators, only ankle and hip springs and a knee variabledamper. Without a payload, the exoskeleton weighs 11.7 kg and requires only 2 Watts
of electrical power during loaded walking. For a 36 kg payload, we demonstrate that the
quasi-passive exoskeleton transfers on average 80% of the load to the ground during the
single support phase of walking. By measuring the rate of oxygen consumption on a
study participant walking at a self-selected speed, we ﬁnd that the exoskeleton slightly
increases the walking metabolic cost of transport (COT) as compared to a standard
loaded backpack (10% increase). However, a similar exoskeleton without joint springs or
damping control (zero-impedance exoskeleton) is found to increase COT by 23% compared to the loaded backpack, highlighting the beneﬁts of passive and quasi-passive joint
mechanisms in the design of eﬃcient, low-mass leg exoskeletons.
Keywords: Exoskeleton; walking; load-carrying; springs.

1. Introduction
As compared to wheeled vehicles, exoskeleton-based assistive devices have several
potential advantages, such as allowing the user to traverse irregular terrain surfaces.
Individuals employed in particular recreational, occupational and military activities
often carry heavy loads using a variety of backpack systems. Recreational hikers
commonly carry subsistence and comfort items in backpacks.1 Fire ﬁghters and
other emergency personnel also use backpack systems to carry oxygen tanks and
∗∗ Corresponding

author: MIT Media Lab, Room E15-424.
487

October 23, 2007 9:28 WSPC/191-IJHR

488

00112

C. J. Walsh, K. Endo & H. Herr

other equipment.2 Still further, foot soldiers often carry heavy backpack loads and
walk long distances across rough terrain.1
A leg exoskeleton could beneﬁt people who engage in load carrying by increasing
load capacity, lessening the likelihood of leg or back injury, improving metabolic
locomotory economy, or reducing the perceived level of diﬃculty. Exoskeletons have
been developed that amplify human strength by applying assistive torques to the
joints and/or by supporting a payload.3−10 These investigations have focused on
fully actuated systems that are often energetically expensive, requiring a large power
supply with frequent refueling or recharging.
Alternatively, biomechanical investigations have shown that animal and human
walking is very energy eﬃcient due to energy storage strategies that are exploited
to reduce muscle work.11−14 The exchange between gravitational potential energy
and kinetic energy of the center of mass (CM) suggests that CM dynamics during
the single support phase in walking may be approximated as a passive mechanical
process.11 Further, muscle work required to swing the legs in walking is minimal
because of a pendulum-like exchange of gravitational potential energy and limb
kinetic energy.12 Recent research indicates that elastic energy storage is also critical
for stable and economical bipedal walking.13,14
Can mechanical energy storage strategies be exploited in the design of prosthetic,
robotic, and exoskeletal systems for walking? The use of passive and quasi-passive
mechanisms that enhance mechanical energy exchange between elastic, gravitational
and kinetic energy forms has been a key design paradigm for leg prostheses. Through
this design strategy, the work from onboard actuators and/or from the wearer’s
own muscles can be eﬀectively reduced, resulting in prosthetic systems that are
lightweight, energy eﬃcient, and operationally quiet. The majority of commercially
available ankle-foot mechanisms comprise passive springs that store energy during early to mid stance, and release that energy to power terminal stance plantar
ﬂexion.15 A number of knee prostheses use variable-damping mechanisms that output modest damping levels during much of the swing phase, allowing the prosthetic
leg to freely swing so as to exploit natural swing-leg pendular mechanics. The knee
devices then increase damping at heel strike and early stance, preventing the knee
from buckling as weight is applied to the prosthesis.16−20
Passive dynamic walkers have also been constructed that rely on mechanical
energy storage strategies.21 In such bipedal systems, a human-like pair of legs settles
into a natural gait pattern generated by the interaction of gravity and inertia.
Similar to prosthetic leg designs, a knee clutch is employed to allow the leg to freely
swing and then to keep the knee fully extended at heel strike and throughout early
stance. Although a purely passive walker requires a modest incline to power its
movements, researchers have enabled robots to walk across level ground surfaces by
adding just a small amount of energy at the hip or ankle joint.22,23
Recently a quasi-passive exoskeleton was developed for load-carrying
augmentation during level ground walking.24−26 The device runs parallel to the
legs, transferring payload forces worn on the back of the wearer to the ground. The
exoskeletal system comprises elastic energy storage elements at the hip and ankle,
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and a variable-damping mechanism at the knee. During metabolic evaluations, however, the exoskeleton was shown to increase walking metabolic power by 32% as
compared to a standard loaded backpack using a 34 kg payload.25 More recently,
another quasi-passive exoskeletal design was constructed, and metabolic evaluations
showed that the mechanism increased metabolic power by 60% on average compared
to standard loaded backpack for 20 kg, 40 kg and 55 kg load conﬁgurations.27
The primary objective of this investigation is to advance a quasi-passive exoskeletal design for load carrying that achieves an improved walking metabolic performance as compared to a standard loaded backpack. We seek an exoskeletal design
that comprises passive and quasi-passive mechanisms to enhance mechanical energy
storage and exchange so as to minimize the work required by the wearer to drive the
exoskeleton. To that end, we construct an exoskeleton that comprises a heel spring,
a subtalar joint inversion/eversion spring, ankle dorsi/plantar ﬂexion springs, a
knee variable damper, and hip ﬂexion and abduction springs. Exoskeletal spring
stiﬀnesses are optimized using a human leg model and walking gait data. For a
36 kg payload, we hypothesize that a leg exoskeleton of this design will improve
metabolic walking economy compared to a standard loaded backpack. We further hypothesize that the quasi-passive exoskeleton will improve walking economy
compared to an exoskeleton without joint springs or damping control (zero jointimpedance exoskeleton). As a preliminary evaluation of these hypotheses, we measure the rate of oxygen consumption and carbon dioxide production to determine
metabolic power of a study participant walking at a self-selected speed using the
quasi-passive exoskeleton, the zero-impedance exoskeleton, and a standard loaded
backpack.
2. Quasi-Passive Leg Model for Slow Walking
The ﬁrst objective of this investigation was to construct an exoskeleton for load
carrying augmentation that performed well at slow walking speeds (0.8–1 m/s).
As a ﬁrst step in the design process, the human leg was modeled using passive and
quasi-passive joint mechanisms, or springs, clutches and variable-damping elements.
Figure 1 shows the sagittal plane model employed for the exoskeletal design. Palmer
showed that by characterizing the stance-phase behavior of the human ankle in
terms of simple mechanical spring elements, sagittal plane dynamics of the joint
could be reproduced at slow walking speeds.28 Based on this result, series-elastic
clutch elements were used to model eﬀective ankle dorsi and plantar ﬂexors. In
addition, since knee mechanical power is largely negative throughout the gait cycle
in human walking, especially at slow walking speeds, the knee was modeled as a
variable damper.29 Finally, motivated by the human leg model of Endo et al., serieselastic clutch elements were used to model eﬀective hip ﬂexion/extension muscles.14
The series-elastic clutches were used to control spring engagement times at the ankle
and hip during the various phases of gait. In total, the leg model of Fig. 1 consists of
eight series-elastic clutch parameters: four spring constants and four distinct times
when clutches are engaged to begin energy storage and release cycles of the series
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Fig. 1. Passive leg model for slow walking. The sagittal plane model comprises two monoarticular
springs at the hip, a variable-damping device at the knee and two monoarticular springs at the
ankle. There are no actuators included in the model.

springs. By convention, a ﬂexion spring is a spring that promotes joint ﬂexion upon
elastic energy recoil.
To optimize these model parameters, human gait data were obtained from the
literature.28 Human data were joint angles, moments and powers from hip, knee and
ankle in the sagittal plane. Data were for a 50 kg study participant with a 0.71 m
leg length and a walking speed of 0.88 m/s. Data from this particular individual was
obtained because the upper body mass was equal to 33 kg which was approximately
equal to the 36 kg payload of the exoskeleton.
In the optimization strategy, the simplex search method was employed to ﬁnd
optimal spring constants and clutch engagement times. Optimization was conducted
so as to minimize the ﬁtness function representing the integral of the square error
of moment during one step:

(τbj (t) − τsj (t))2 dt,
(1)
ﬁtness =
joint

t

where τbj and τsj denote the biological and simulated torque of joint j, respectively,
and t is time. Figure 2 shows simulation results plotted against the human joint
data. The results show that the ankle plantar ﬂexor captures 93% of the negative
work and 54% of positive work throughout the gait cycle. Furthermore, the hip
ﬂexor captures 96% of the negative work and 58% of positive work during the gait
cycle. At the ankle, the spring constants obtained for the dorsi and plantar ﬂexion
springs were 50 Nm/rad and 341 Nm/rad, respectively. For the hip joint the values
were 105 Nm/rad and 54 Nm/rad for the ﬂexion and extension springs, respectively.
3. Quasi-Passive Exoskeletal Components
Motivated by the optimization results in Sec. 2, in this section we discuss the hardware implementation of the various quasi-passive joint mechanisms. The desired
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Fig. 2. Optimization results. The sagittal plane ankle and hip moment and power are plotted for
the model and biological data. The solid thin line is the mean of the human gait data (n = 7
walking trials), and the dashed lines are one standard deviation about the mean. The solid thick
line is the model or simulation curve. All curves start at heel strike (0% gait cycle) and end with
the heel strike of the same leg (100% gait cycle).

rotary stiﬀnesses at the ankle and hip joints were implemented using linear springs
compressed by levers. A variable damper was used at the knee joint and was programmed to exert desired damping levels throughout the walking cycle. Figure 3
shows the completed exoskeleton. Without the payload, the total mass of the
exoskeleton was 11.7 kg. The masses of the various exoskeletal sections were as
follows: lower leg section 1.46 kg, upper leg section 2.56 kg, pelvic harness, artiﬁcial
spine and backpack mount 3.66 kg.
3.1. Ankle and foot springs
The ankle joint was implemented as a single degree of freedom (DOF) pin joint that
was collocated with the human ankle joint. In addition, a compliant subtalar joint
was implemented via a carbon ﬁber plate, connecting the exoskeletal leg with the
boot of the wearer.
3.1.1. Ankle dorsi and plantar flexion springs
Dorsi and plantar ﬂexion springs were designed as uni-directional elements wherein
the sub-assembly could be adjusted to vary spring engagement angles. During the
walking cycle, the plantar ﬂexion spring stored energy during controlled dorsiﬂexion, and that energy was subsequently released to assist the human foot during
powered plantar ﬂexion. The dorsiﬂexion spring was compressed during controlled
plantar ﬂexion, as the foot was placed ﬂat on the ground after heel strike, and
that energy was then released to initiate controlled dorsiﬂexion. The optimization
results of Fig. 2 were used to select spring stiﬀness values for dorsi and plantar
ﬂexion exoskeletal springs. The spring constants for the dorsi and plantar ﬂexion
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(a)

(b)

Fig. 3. Quasi-passive exoskeleton. In (a), the main interface and joint components of the exoskeleton
are shown. The exoskeleton was designed to provide a parallel load path to transfer the weight
of the backpack directly to the ground. A standard military issued backpack, Alice Pack, was
selected to carry the load. A carbon ﬁber harness connected rigidly to the backpack frame to
transfer the load from the backpack to the exoskeleton. The exoskeleton interfaced to the human
via shoulder straps, a waist belt, thigh cuﬀs, and a shoe connection. The degrees of freedom were
chosen to minimize kinematic constraints experienced by the wearer and joint ranges of motion
accommodated normal human walking. Further, the physical connection between the exoskeleton
and the human enabled the exoskeleton to passively track the human’s leg motion. In (b), a
participant is shown walking with the exoskeleton.

springs were 9.8 kN/m and 247 kN/m. The lever mechanism to transform the linear
stiﬀness to eﬀective rotary stiﬀnesses at the ankle joint (see Fig. 4) had a moment
arm of 3.8 cm, giving eﬀective rotary stiﬀnesses of 14 Nm/rad and 343 Nm/rad for
dorsi and plantar ﬂexion springs, respectively. During system evaluations, the wearer
found that a lower stiﬀness of 14 Nm/rad for the dorsiﬂexion spring was preferable
over the leg model value of 50 Nm/rad.
3.1.2. Subtalar joint inversion/eversion and heel springs
The exoskeletal leg attached to a modiﬁed boot through a sagittally-aligned carbon
ﬁber plate that also served as a subtalar joint inversion/eversion spring. Figure 4
shows the subtalar joint spring. The subtalar spring permitted transverse rotation
of the leg, reducing parasitic forces on the wearer’s foot during walking. Figure 4
also shows a carbon ﬁber heel spring for energy storage and shock absorption, acting
as an artiﬁcial heel pad. This spring reduced impact losses at heel strike, and aided
in lifting the heel from the walking surface to initiate powered plantar ﬂexion.
3.2. Knee variable damper
The exoskeletal knee joint was a single DOF pin joint collocated with the human
knee. The knee mechanism comprised a magnetorheological (MR) damper with the
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Fig. 4. Ankle and foot springs. In (a), a section view of the ankle joint sub-assembly is shown
with two urethane springs. The dorsiﬂexion spring is compressed from heel strike to foot ﬂat. The
plantar ﬂexion spring is engaged as the shin rocks forward during mid-stance. In (b), the ankle
sub-assembly is shown attached to a modiﬁed military boot via a carbon plate for compliance for
subtalar joint inversion/eversion.

MR ﬂuid used in the shear mode, similar to that used for a prosthetic knee joint.20
The knee variable damper could exert a maximum braking torque of 60 Nm and
consumed on average 1 W of electrical power during walking. A current command
from an ampliﬁer powered an electromagnet that created a magnetic ﬁeld across
a stack of inter-spaced steel blades. Adjacent blade pairs rotated relative to one
another as the knee was ﬂexed, with one blade attached to the exoskeletal thigh
section and the other adjacent blade attached to the exoskeletal lower-leg section.
Between adjacent blade pairs was a 20 m MR ﬂuid gap. The knee comprised 76 MR
ﬂuid gaps with a total of 77 blades. The knee architecture is shown in Fig. 5. A more
comprehensive description of the knee mechanism can be found in the literature.20
Residual magnetism in the MR damper created a residual torque that impeded
knee ﬂexion/extension during the swing phase. As a resolution to this diﬃculty,
the damper was demagnetized before every swing phase. The time available for
demagnetization was approximately 200 ms. To meet this requirement, a current
pulse opposite in sign to the magnetization current was sent through the device.
For the speciﬁc MR damper employed in the exoskeleton, a pulse amplitude of 1 A
and duration of 50 ms was used.
3.3. Hip flexion and abduction springs
The exoskeletal hip joint had two DOF to allow for hip ﬂexion/extension and
abduction/adduction movements. Medial/lateral rotation of the hip was facilitated using a yaw rotary joint located just above the exoskeletal knee. The
ﬂexion/extension hip DOF was collocated with the human hip. For the abduction/adduction DOF, a cam mechanism was designed to adjust the exoskeletal leg
length during abduction/adduction hip movements.26 The optimization results from
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(a)

(b)

Fig. 5. Knee variable damper. In (a), a section view of the knee sub-assembly is shown. One set of
blades are grounded to the outside shell and another to the inside. When the knee rotates adjacent
upper and lower blades move relative to one another, shearing the MR ﬂuid between the blades.
Using an electromagnet around the return path, a magnetic ﬁeld can be modulated through the
rotary blade plus MR ﬂuid gaps, so as to change knee damping. In (b), the knee variable damper
is shown mounted on the exoskeleton leg.

Sec. 2 show that the hip ﬂexion spring captures approximately three times more
work than the hip extension spring. Thus, for the current exoskeleton, the extension
spring was omitted to simplify the design.
3.3.1. Hip flexion spring
The hip ﬂexion spring, shown in Fig. 6, was designed to be uni-directional to allow
the wearer’s hip to freely ﬂex but to resist hip extension movements. The subassembly was designed to allow for easy adjustment of spring engagement angle.
The hip ﬂexion spring stored energy during hip extension and released that energy
to assist hip ﬂexion movements in walking. The hip spring was 3.8 cm in diameter,
10 cm in length with 5 cm of travel, and had a stiﬀness of 19.3 kN/m. A plunger,
ﬁxed to the exoskeletal leg, compressed the ﬂexion spring. The ﬂexion spring was
enclosed in a casing attached to the exoskeletal harness to prevent the wearer’s
ﬁngers from being pinched. A thin delrin plate covering the spring served as a low
friction surface for contact with the plunger. The plunger had a moment arm of
7.6 cm, giving an eﬀective rotary joint stiﬀness of 112 Nm/rad.
3.3.2. Hip abduction spring
When the wearer stood on one leg, the backpack load induced an anterior-posterior
moment since the direction of the backpack load was oﬀ center from the biological hip joint. This moment was undesirable and caused discomfort to the wearer.
To solve this problem, a linear compression spring (see Fig. 7) was placed at the
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Fig. 6. Hip ﬂexion spring. In (a), a section view of the hip ﬂexion spring sub-assembly is shown.
The spring plunger rotates in the sagittal plane with the exoskeletal leg. The plunger engages with
a spring holder and energy is stored as the spring is compressed. In (b), the hip ﬂexion spring
assembly mounted on the exoskeleton is shown.

Spring

Brass
Plunger

Exoskeleton
hip joint

Fig. 7. Hip abduction spring. In (a), a coronal section drawing is shown of the abduction spring
sub-assembly at the hip joint. It is uni-directional so it allows the leg to freely abduct. The spring
is kept in place by means of a keeper that attaches to the exoskeletal hip joint assembly. The
keeper is grounded to the sagittal plane bearing so that the keeper rotates with the exoskeletal
leg. A brass plunger ﬁts through a hollow spring, allowing the spring to be compressed during hip
abduction. In (b), a view of the abduction spring location is shown on the exoskeletal leg.

exoskeletal hip abduction/adduction DOF. The abduction spring was unidirectional
and only compressed during hip adduction. The wearer could freely abduct the
exoskeletal hip joint without engaging the abduction spring. Thus, the spring only
compressed during the stance phase when the leg underwent adduction. An eﬀective
rotary stiﬀness of 96 Nm/rad was required to counter the undesirable moment, and
was obtained using a 425 kN/m linear spring compressed by a lever arm equal to
1.5 cm in length.
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4. Electronics Hardware
4.1. Electronics overview
The exoskeleton was made autonomous by means of an onboard computer with a
data acquisition card, power supply and ampliﬁers. The system was powered by a
48 V battery pack. A custom breakout board was designed to interface the sensors to
the D/A board on a PC104, as well as to provide power to the signal conditioning
boards. The ampliﬁers for the variable damper were 48 V digital ampliﬁers from
Copley (Model No. ACK-090-04, Canton, MA). A schematic of the electronics setup
showing the power and information ﬂow is shown in Fig. 8.

4.2. Exoskeletal sensors
The transitions between the diﬀerent phases of the gait cycle were detected using a
combination of full-bridge strain gauges placed on the structure of the exoskeletal
shank between the knee and ankle, and a rotary potentiometer at the knee joint.
The strain gauges were used to measure the axial force and bending moment applied
to the lower-leg exoskeletal section. In order to achieve an acceptable signal to noise
ratio, the sensor raw voltage readings were ampliﬁed with a diﬀerential line driver,
and the signal was then ﬁltered with an analog low-pass ﬁlter with a cutoﬀ frequency
of 1.5 kHz.

5. Quasi-Passive Joint Mechanism Function
Figure 9 outlines the function of each of the quasi-passive joint mechanisms as a
function of gait cycle. The exoskeletal knee is the only component that is actively
controlled. The engagement angles for the hip and ankle springs were determined
from the optimization results presented in Sec. 2.

48V Battery
Pack

Copley Motor
Amps

48V > +-12V
DC/DC

Breakout
Board

48V > 5V
DC/DC

PC104 A/D
and D/A

Knee Variable
Dampers

Instrumentation

Shank Strain
Gauges

Joint
Potentiometers

Fig. 8. Electronics schematic. The exoskeletal sensor data were recorded to a PC104 A/D card.
The PC104 commanded a current from the Copley ampliﬁers that were used to power the knee
variable damper. A custom breakout board was designed to interface with the PC104.
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Hip free

Fig. 9. Exoskeletal joint behavior. The sagittal plane joint behavior of the exoskeletal leg is shown
from heel strike to the next heel strike of the same leg. The hip ﬂexion spring is compressed during
late-stance and this energy is released to assist the onset of the swing phase. At the knee, the
damper mechanism is turned on at heel strike as the exoskeletal leg is loaded and turned oﬀ during
terminal stance to allow knee ﬂexion. The ankle dorsiﬂexion spring is compressed during controlled
plantar ﬂexion and the energy is then released during the beginning of controlled dorsiﬂexion. The
plantar ﬂexion spring engages in controlled dorsiﬂexion to store energy that is later released to
assist in powered plantar ﬂexion.

5.1. Knee variable damping control
The knee state-machine controller processed knee angle, force and moment measured from the exoskeletal leg to deﬁne four phases of the walking cycle. Knowledge
of these states provided periods of the gait cycle when the desired action of the
variable-damping mechanism was known. Table 1 lists the states and the sensory
readings that were used as triggers to switch between states.
When the axial force measured by the strain gauges passed a set threshold, the
knee entered the ﬁrst state, Stance, where it was programmed to exert a torque
proportional to knee rotational velocity. Two distinct damping constants were used
for knee ﬂexion and extension. Pre-swing was entered when the measured knee
moment reached a certain threshold. During Pre-swing when the knee remained at
full extension, knee demagnetization was implemented. Swing Flexion began when
the load in the exoskeletal shank dropped to near zero, indicating the initiation of
swing phase. The knee state-machine entered the ﬁnal state Swing Extension when
maximum knee ﬂexion was reached. Throughout the entire swing phase, the damper
was turned oﬀ so as to allow the knee to bend freely when the foot was no longer

Table 1. A description of states and their respective triggers for the statemachine of the knee controller.
State

Description

Trigger

0
1
2
3
4

Zero Damping
Stance
Pre-swing
Swing Flexion
Swing Extension

Load
Load
Knee
Load
Knee

in exoskeleton leg
in exoskeleton leg
angle and moment in exoskeleton leg
in exoskeleton leg
angle
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in contact with the ground surface. Further details of the control scheme employed
for the exoskeleton can be found in the literature.30
6. Experimental Protocol
One male subject participated in the study (age 24; body weight 76 kg; leg length
0.93 m). The protocol was approved by MIT’s Committee on the Use of Humans
as Experimental Subjects (COUHES). The participant was a volunteer and was
permitted to withdraw from the study at any time and for any reason. Before
taking part in the study, the participant read and signed a statement acknowledging
informed consent.
Four walking experiments were conducted using: (i) a standard loaded backpack,
(ii) the quasi-passive exoskeleton, (iii) a zero-impedance exoskeleton, and (iv) a
loaded backpack with the equivalent exoskeletal weight (11.7 kg) distributed across
the participant’s torso and legs (added-mass condition). For the zero-impedance
exoskeletal condition, the hip ﬂexion/abduction springs and ankle dorsi/plantar
ﬂexion springs were removed. In addition, no knee damping control was provided
during the walking trial. For the added-mass experimental condition, the equivalent
mass of the exoskeletal links, joints, plus the backpack were distributed at those
locations on the participant’s body equivalent to the CM of the respective exoskeletal section. For example, a weight equivalent to the exoskeletal thigh section mass
was attached to the participant’s thigh at the CM location of that section. For
each experimental condition, the payload was chosen to be 36 kg, a value that is
representative of a typical load carried by a service person.31
Before the study began, the participant had approximately 5 hours of acclimatization to the quasi-passive exoskeletal device. Before each experimental trial, the
participant walked with each experimental condition for ﬁve minutes. The participant’s self-selected walking speed was measured while wearing the quasi-passive
exoskeleton. To control for walking speed between the exoskeletal conditions, the
participant walked approximately 2 m behind a modiﬁed golf caddy set at the quasipassive exoskeletal speed. The axial force measured from strain gauges within the
exoskeletal leg was recorded to determine the percentage of exoskeletal weight plus
payload transferred through the exoskeletal structure. In addition, participant oxygen intake and carbon dioxide production were measured. The participant was
advised not to have intense or prolonged exercise for 24 hours prior to the experimental session. Further, the participant was instructed to stay hydrated and not to
have caﬀeine or a large meal three hours before the experiment.
6.1. Metabolic cost of transport estimate
The energy cost was estimated from O2 consumption and CO2 production measured with a portable K4 telemetric system.32 The K4 system included a portable
unit worn by the participant, and a base station where data were recorded. The
portable unit weighed 1.5 kg and consisted of a silicon mask containing a ﬂow-rate
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turbine that was ﬁxed to the participant’s face with a strap. A processing unit
containing the O2 and CO2 analyzers was strapped to the subject’s chest, and a
transmitter/battery pack was placed inside the backpack.
Data collection spanned three days to avoid fatigue eﬀects. Before each experimental session the turbine was calibrated with a three-liter syringe, and a two-point
calibration of the O2 and CO2 analyzers was carried out using ambient air and a
standard calibration gas mixture (5% CO2 , 16% O2 , 79% N2 ). For each experimental trial, the participant walked around the MIT indoor track for ten minutes while
V̇O2 (the rate of oxygen consumption) and V̇CO2 (the rate of carbon dioxide production) data were recorded. Rest measurements were taken while the participant was
seated for 6 min before and after each walking trial. For all experiments performed,
the respiratory exchange ratio (RER) was less than or equal to 1.0, indicating that
energy was supplied primarily by oxidative mechanisms. The resting V̇O2 and V̇CO2
values were subtracted from the walking trial data. These values were then used
to calculate metabolic power requirements for each walking condition using the
following standard equation3 :
Ėnet

metabolic

= 16.68

W.s
W.s
V̇O + 4.51
V̇CO2 .
mlO2 2
mlCO2

(2)

The total cumulative energy for each walking trial was then plotted. When the data
showed a line of constant slope, steady state energy consumption was assumed. The
walking metabolic cost of transport (COT) for each trial was then calculated from
the following formula:
COT =

Total Energy
.
Distance Traveled × Total Weight

(3)

The total energy was calculated for a ﬁxed period of time (3 min) after steady state
had occurred. The total weight was equal to the weight of the exoskeletal system
plus the participant. The distance traveled was obtained by multiplying walking
speed by the time period for which the total energy was calculated, or 3 min.

7. Results
7.1. Knee state-machine operation
During the exoskeletal load-carrying experiments, the variable damper state
machine performed robustly. Figure 10 shows real time data for a 12 s period of
exoskeletal walking with the state (dashed line of arbitrary heights corresponding
to states 0 through 4 in increasing magnitudes) superimposed over knee angle and
axial force data. From the period of time between 7 and 10 s, it can be seen that
the state-machine operates robustly even while the study participant is shuﬄing
while turning around. After 7 s, the controller state goes back and forth between
state zero, where the leg is oﬀ the ground, and state one, where the leg is on the
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Fig. 10. Knee state machine operation. The exoskeletal knee angle and axial force are plotted
with the knee state (dashed-line) superimposed on both plots. Knee state machine transitions
performed robustly during exoskeleton operation. From 0 to 7 s, the participant is walking. After
this walking period, he stops, turns around, and then resumes walking as indicated by a state
sequencing of 1-2-3-4 beginning at approximately 10 s.

ground. When the participant begins walking again at approximately ten seconds,
the controller once again cycles through the states associated with walking, or state
sequence 1-2-3-4.
7.2. Axial load transfer through the exoskeletal leg
Figure 11 shows exoskeletal axial force, normalized by system weight, as a function
of gait cycle. The data show only force information measured from one exoskeletal
leg. The peak axial force at heel strike is 1.07 times exoskeletal weight (467 N). The
data show that the exoskeleton does transfer loads to the ground with an average
load transfer of 80% during the single support phase of walking, or from 15% to
55% gait cycle in Fig. 11.
7.3. Walking metabolic COT
For each of the four experimental conditions, the steady-state rate of metabolic
energy consumption was determined by ﬁrst plotting the total cumulative energy
versus walking time. The data typically reached a constant slope after approximately
2 min from the start of the experiment, indicating that the rate of metabolic energy
consumption had reached a steady state value. These data are shown in Fig. 12 for
all four experimental conditions.
In Table 2, the metabolic power, total weight and COT for each experimental
condition are listed. The self-selected walking speed for the quasi-passive exoskeleton
was 0.92 m/s, and that same speed was used for the other experimental conditions.
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Fig. 11. Normalized axial force during walking. The normalized axial force is plotted from heel
strike (0% gait cycle) to heel strike of the same leg (100% gait cycle). The axial force is normalized
by the exoskeleton plus payload weight equal to 467 N.
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Fig. 12. Walking metabolic data. The total cumulative energy for each of the four experimental
conditions are plotted, with a constant slope for each indicating that a constant rate of energy
consumption is reached.
Table 2. Comparison of experimental conditions. The total weight, power and the COT, calculated using Eq. (3), are listed for each experimental condition.
Condition
Total Weight (N)
Power (W)
COT

Backpack

Quasi-Impedance Exo

Zero-Impedance Exo

Added-Mass

1099
277
0.25

1216
344
0.27

1158
383
0.31

1216
291
0.26
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Although a signiﬁcant fraction of the payload is transferred through the exoskeletal
structure as shown in Fig. 11, the quasi-passive exoskeleton is found to increase
metabolic COT by 10% compared to the standard loaded backpack. By comparing
the quasi-passive exoskeleton to the zero-impedance exoskeleton, the relative eﬀect
of the ankle/hip springs and knee variable-damping components are determined.
Metabolic data show that the zero-impedance exoskeleton increases metabolic COT
by 23% compared to the loaded backpack, and 12% compared to the quasi-passive
exoskeleton, highlighting the beneﬁts of spring and variable-damping mechanisms
at the ankle, knee and hip. Finally, the added-mass condition increases the COT by
only 5% compared to the standard loaded backpack, suggesting that added mass
alone cannot explain the 10% COT increase caused by the quasi-passive exoskeleton.

8. Discussion
Exoskeletons have been developed that amplify human strength by applying assistive torques to the joints and/or by supporting a payload for the wearer.3−10 Many
of these investigations have focused on fully actuated systems that are energetically
expensive, requiring a large power supply with frequent refueling or recharging. In
this investigation we ask whether energy storage strategies might be exploited to
increase the economy of exoskeletal walking. To this end, we seek an exoskeletal
design that comprises passive and quasi-passive mechanisms to enhance mechanical
energy storage and exchange between the exoskeleton and the wearer. We construct
an exoskeleton that comprises a heel spring, a subtalar joint inversion/eversion
spring, ankle dorsi/plantar ﬂexion springs, a knee variable damper, and hip ﬂexion
and abduction springs. By carefully selecting spring engagement joint angles and
stiﬀnesses, we anticipate that the work output of the human ankle and hip can be
eﬀectively lowered during exoskeletal walking. Further, by controlling exoskeletal
knee damping, we anticipate that the negative work requirements of the human
knee can be eﬀectively lowered. Our modeling results support these claims. Using
a leg model and human gait data, we ﬁnd optimal spring engagement angles and
stiﬀnesses that maximally reduce joint work (see Sec. 2). In the leg model, the hip
ﬂexion spring captures 96% of the negative work and 58% of positive work during
the human gait cycle. Further, the ankle plantar ﬂexion spring captures 93% of
the negative work and 54% of positive work performed during the stance period.
Because of these large reductions in human joint work, we hypothesize that the
quasi-passive exoskeleton will improve walking COT compared to an exoskeleton
without ankle/hip joint springs or knee damping control (zero-impedance exoskeleton). Our preliminary metabolic data are in support of this hypothesis. We ﬁnd
that the zero-impedance exoskeleton increases metabolic COT by 12% compared to
the quasi-passive exoskeleton.
Even though the 36 kg payload is largely supported by the exoskeletal structure
during single support (see Fig. 11), the exoskeleton nonetheless increases the COT
by 10% compared to the conventional loaded backpack. There are many potential
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reasons why a quasi-passive leg exoskeleton might increase walking metabolism.
The exoskeletal leg mass may increase the forces borne by the human body during
leg accelerations. Another reason might be that the friction in the joints of the
exoskeleton eﬀectively increase the net positive work requirements of the human
body. More likely is that the exoskeleton applies kinematic constraints on the human
wearer due to poor collocation of the joints and/or a restrictive interface between
the exoskeleton and operator, forcing an unnatural, ineﬃcient movement pattern.
It has been shown that changes in natural gait increase the physiological energy
expended during locomotion.34 Still further, the energies stored in the exoskeletal
spring mechanisms might be released in a manner that causes the human wearer to
select movement patterns that increase walking COT.
To better understand why the quasi-passive exoskeleton increases COT, two
additional experiments are conducted. First, we measure the COT with only pin
joints at the exoskeletal ankle, knee and hip, removing the ankle/hip springs and the
knee damping control (zero-impedance exoskeleton). This zero-impedance exoskeleton, which was otherwise identical to the quasi-passive exoskeleton, increases the
COT by 23% compared to the loaded backpack. Since removal of the joint springs
and damping control increases the COT from 10% to 23% compared to the backpack
case, we reason that the inclusion of these passive and quasi-passive mechanisms
improves performance and is therefore not the cause of increased COT.
One might expect that the added mass and inertia itself might fully explain
the COT increase of the quasi-passive system. However, as noted in the results
(Sec. 7), the added-mass condition only increases the COT by 5% compared to
the loaded backpack. What might be the cause for the 18% diﬀerence between
the zero-impedance exoskeletal COT and the added mass COT? Since the joint
springs are removed in the zero-impedance case, the increase in COT cannot be
attributed to a destabilization of the wearer’s walking pattern due to the release
of stored elastic energy. Further, since active knee damping is not utilized on the
zero-impedance exoskeleton and friction in the joints is minimized by the use of
high-quality bearings, energy losses at the joints of the exoskeleton likely do not
substantially contribute to the 18% increase in COT. We therefore conclude that
the dominant causes for the observed COT increase are added mass and kinematic
constraints imposed on the wearer.

9. Future Work
In future investigations, we wish to address the above shortcomings and fully realize
a quasi-passive exoskeleton that decreases walking COT compared to a conventional
loaded backpack. Given the results of this study, we believe that further increasing the amount of elastic energy storage while keeping exoskeletal mass low will
be of critical importance. The use of exoskeletal bi-articular and mono-articular
elastic structures that more closely mimic the human musculoskeletal leg architecture may be an important strategy for increasing mechanical energy storage and
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exchange in exoskeletal walking.14 Furthermore, since kinematic constraints due to
poor exoskeletal joint collocation was a key factor in the results of this investigation, joint architectures that more closely track human movement patterns will
be required. We believe that, in order to create highly functional leg exoskeletons, exoskeletal-joint collocation and mechanisms that promote mechanical energy
exchange are critical design features.
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